Pressure (dbar)

CTD Response time vs Profile b 10/2/2008
Actual Versus Calculated Salinity and Sound Speed
100 and 350 ms response time temperature sensors, 25 ms response time conductivity sensor
0.5 m/s descent speed
Sound Speed (m/s)
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